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Inter-Subject Variability Effects on the Primary Stability of a Short Cementless Femoral Stem

Introduction
Cementless hip implants were initially designed to eliminate problems associated with the use of cement (Jasty et al., 1991) . Notwithstanding good clinical results (Shah et al., 2009; Mannan et al., 2010) , orthopaedists and engineers seek to continuously improve their geometries and promote implant stability through improved bone ongrowth and ingrowth around their surfaces (Wick and Lester, 2004; Sakai et al., 2008; Simpson et al., 2010) . As a result, a wide range of contemporary cementless designs (polished, partially or fully coated ones, etc) and their respective clinical performances are well documented (Khanuja et al., 2011) . There is still some debate, however, about the effect of long stems in terms of proximal femoral bone stock preservation and restoration, possible thigh pain and ease of implantation in the curved femoral canal, particularly for less experienced surgeons (Feyen and Shimmin, 2014) . Shorter stem designs were introduced with the goal of maximising implant stability and conserving bone and soft tissue. A proximal lateral flare in shorter stems may reduce stress-shielding and produce a more physiological stress distribution. However, concerns exist about their primary torsional stability and such stems are not ideally suited to all patients due to the minimum area of healthy cancellous bone required for fixation (Renkawitz et al., 2008) .
There is a consensus amongst the orthopaedic community that implant primary stability remains the major determinant in bone growth and the success of cementless THRs postoperatively (Pillar et al., 1986; Viceconti et al., 2006) . Excessive bone-implant relative micromovements can compromise this stability (Pillar et al., 1986; Engh et al. 1992; Soballe et al., 1993) . These micromovements depend on implant design and positioning (Howard et al., 2004; Paratte et al., 2007; Andreaus et al., 2008; Park et al., 2009; Dopico-González et al., 2010; Reggiani et al., 2008; Bah et al., 2011; Reimeringer et al., 2012) , possible interfacial gaps and the magnitude of forces acting on the proximal femur and patient anatomy (Pancanti et al., 2003) . Therefore, when introducing new stem designs, it is essential that rigorous preclinical testing is conducted, both computationally and physically, since clinical problems associated with new designs may not be evident for some time. Ideally, new stems should be tested in a wide range of patients, taking into account variability in anatomy, bone quality, implant positioning and loading. Experimental studies, although very useful for validation purposes, are often time consuming and would require an exhaustive number of bones.
However, currently, studies often involve one or a few bones with one implant placed in a specific location and subjected to a specific load (Park et al., 2009; Pettersen et al., 2009; Østbyhaug et al., 2010; Harrison et al., 2014; Bieger et al., 2012) .
Computational simulations have an advantage over experimental studies in that they allow parametric studies to be performed relatively easily e.g. by modifying loading, bone shape and quality. With faster computers and more advanced image processing softwares, more representative CT or MRI-based musculoskeletal models (Sigal et al., 2009; Baldwin et al., 2010; Vahdati et al., 2014; Martelli et al., 2014; Simpleware Ltd., 2014) can be now readily generated for analysis and micromotions along the entire implant surface can be predicted (Pancanti et al., 2003; Andreaus et al., 2009; Park et al., 2009; Pettersen et al., 2009; Bah et al., 2011; Reimeringer et al., 2012; Fitzpatrick et al., 2014) . In this respect, novel pre-clinical evaluation tools have been developed to: (a) enable the variability in patient geometry and bone quality using statistical shape modelling (Bryan et al., 2010; Blanc et al., 2012; Bah et al., 2013; Blanc et al., 2012; Rao et al., 2013; Fitzpatrick et al., 2014) ; (b) automatically assess the effects of implant positioning, loading, or bone-implant interface conditions for a specific patient (Abdul-Kadir et al., 2008; Bah et al., 2009; Dopico-González et al., 2010) or (c) evaluate and compare the robustness of existing implant designs (Sakai et al., 2008; Reimeringer et al., 2012; Fitzpatrick et al., 2014) .
To the authors' knowledge, no computational studies on the primary stability of cementless femoral stems using a wide range of CT-based patient specific 3D bone models have been reported yet in the literature (Viceconti et al., 2006; Bryan et al., 2012; Rao et al., 2013; Issa et al., 2014 correlation of patient anatomy with degree of implant micromotions. It is anticipated that the applications of these computational tools could form an essential first step towards robust design of new shorter cementless stems, which will involve modifying the geometric features of implants. Ultimately, the tools will help surgeons in selecting and positioning implants but also in improving their interaction with femur endostea. (Morgan et al., 2003) , based on reported results of Schileo et al. (2007) , following a numerical-experimental study of the effects of density-elasticity relationships on the amount of strain generated in long bones such as femurs (Schileo et al.; ). Finite elements within the medullary canal had a density of 0 g/cm 3 while a peak value of 1.73 g/cm 3 was assigned to the densest cortical bone of the femoral shaft (Bryan et al., 2010) . For each of the reconstructed CT-based femur model a total of 22 parameters were employed to describe the anatomy (Bah et al., 2013) : 7 periosteal and 8 endosteal including femoral canal flare indices and average densities in 7
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Creation of Intact Femur Models
Gruen zones, see Appendix A for more details.
Femur Implantation and Finite Element Contact Analysis
The cementless FURLONG EVOLUTION® collarless titanium alloy (E=105GPA, ν=0.3) femoral short stem design (JRI Orthopaedics Ltd, UK) was used in this study. The 126° or 133° CCD angle stem, with either a low or high offset, has a distal size ranging from 6 to 17mm; this forms a full implant system of 48 stems. Table 1 shows the values of 7 geometrical parameters defined for each of the 12 available stems available for this study.
The optimal implant configuration (CCD angle, femoral offset, neck length, canal width) and size were automatically selected to best approximate the 3D morphology of each femur. To this end, a script was developed that first compared CCD angles, neck lengths and offsets of both femur and stem but also minimised the difference between the femur canal width (2cm ρ above the lesser trochanter) against the stem proximal width. The stem was placed such that its axes matched those of the femoral shaft and neck. Finally, the stem was positioned such that the distance between centers of femoral and implant heads was minimum. Figure 1 displays the process of automated anatomic measurement and implant selection and match process.
Another script was developed that can automatically export the bone and stem geometries to +CAD software (Simpleware Ltd., UK) for Boolean operations and generation of the reconstructed hip. Note that for each specific stem, a unique cutter was used for removal of the head and creation of the femoral cavity. The implanted femur was then meshed in ScanIP (Simpleware Ltd., UK) using tetrahedral elements, see Table A1 in Appendix A for meshing parameters. A typical mesh contained 68050 nodes and 284155 elements for the bone and 20510 nodes and 81425 elements for the implant. A mesh quality inspection was also performed to make sure that all elements were well shaped, i.e. the limit values of metrics such as in-out aspect ratio (0.02), edge length ratio (20), angular/volume skew (1/0.99), shape factor (0.01%), minimum dihedral angle (2), maximum dihedral angle (177), jacobian (0.019) or minimum edge length (0.01) were not violated. The mesh settings resulted in stem average micromotions comparable to those obtained by Reimeringer et al. (2012) . Node-to-node correspondence at the bone-implant interface was achieved and contact surface pairs and node sets for application of boundary conditions and loading were automatically created. A third script read each implanted femur mesh into Ansys 14.5 (Ansys Inc., 2014) for frictional contact analysis using a coefficient of friction of 0.4 and an interference fit of 50µm (AbdulKadir et al., 2008) , see Appendix B for more details on contact analysis. Each model was subjected to physiological displacement constraints (Speirs et al., 2008) and peak joint/muscle forces during walking (HIP98 data, www.orthoload.com), scaled to each patient anatomy, to determine bone-implant interface mechanics. Joint forces were applied at the head centre and 8 muscle forces (Heller et al., 2005) were mapped and distributed to subsets of nodes, each subset corresponding to target nodes attached to elements sharing the closest node to the muscle force application point.
Postprocessing of Implant Micromotion
For efficient analysis of implant primary stability and distributions of intra and inter-patient micromotion distributions, the following metrics were processed: average micromotion; maximum micromotion and percentage of implant area with micromotions greater than reported bone growth threshold limits of 50µm (Szmukler-Moncler et al., 2000) , 100µm and 150µm (Soballe et al., 1993) . These percentages will be referred to as PIAM50, PIAM100
and PIAM150, respectively. Linear fits between metrics and anatomy parameters were attempted and coefficients of determination of fit were calculated. Finally, the effects of 22 measured femoral anatomy parameters (15 geometrical and 7 Gruen zones average densities) and implant design parameters on implant micromotion metrics were investigated in a statistical sense. Note that for each of the 109 finite element models considered in this work, each node was associated with a unique density value. Therefore, for each of the 7 Gruen zones, the average density was computed by simply dividing the total density over all nodes in the zone by the total number of nodes. The set of processed micromotion metrics were therefore used to construct surrogate models for each metric using ''Kriging'', a regression methodology based on Bayesian processes (Deutsch and Journel, 1992; Rasmussen and Williams, 2006; Bah et al., 2011) that is particularly suitable for highly nonlinear responses and optimisation studies. Correlation charts were drawn to measure the possible correlation between considered anatomy and implant design parameters and micromotion metrics using modeFRONTIER multi-objective and multi-disciplinary optimization software. Finally, sensitivity analysis was conducted to identify the most influential patient-related parameters on implant primary stability and to isolate the least influential ones. Table 2 shows the mean and standard deviation of measured anatomical parameters that were To explore the possible variability in the distribution of implant micromotion across the population due to changes in bone quality and shape, patients were divided by gender, selected anatomy parameters and stem sizes. First, PIAM50, PIAM100 and PIAM150 were used for comparison of micromotion distribution between: females and males, the 126° and 133° CCD stems; the 12mm and 13mm stem sizes. No significant differences were found between males and females or between femurs implanted with different stems. The percentages of implant area decreased with bone growth threshold values and were always higher when interference was taken into account ( Figure C1 in Appendix C). When these percentages were plotted separately against each of the considered patient and stem design parameters, no clear trends were found ( Figure C2 in Appendix C).
Results
When the average micromotion metric was used, a clearer trend was observed for two Linear fits of the data revealed that 14%, 19% and 17.5% of the average micromotion can be explained by a linear combination of ML MCFI, AP MCFI and NO MCFI, respectively.
Similarly for bone density, these coefficients were 18%, 23.3%, 23.6%, 20%, 21%, 19.8%
and 24% for Gruen zone 1 to Gruen zone 7.
Traditionally, femoral shapes are classified into three types, using the CFI index (Noble et al., 1988) : stovepipe (CFI < 3), normal (3 < CFI < 4.7) and champagne-flute (4.7 < CFI < 6.5).
Plotting the standard CFIs against the metaphyseal CFIs ( In the rest of the analysis, the average micromotion data was fitted into a Kriging-based surrogate model. The calculation of the coefficients of determination of linear fit revealed that a maximum of 25.6%, 28.5% and 27.7% of average micromotion can be explained by a linear combination of ML MCFI, AP MCFI and NO MCFI, respectively. Similarly for bone density, these coefficients were 27%, 35%, 37%, 36%, 30%, 32% and 35% for Zones 1-7. 
Discussions
This paper explored the primary stability of a cementless short hip stem across varied patient morphology. Simulations revealed that, across all patients, the implant average micromotion never exceeded 25µm. The largest areas with micromotions greater than 50 µm were found on the posterior side towards the medial region of the stem but never exceeded 14% of the total implant-bone contact area. This suggest that the implant primary stability and the tolerance to subject variability were high, meaning that the short stem would not reduce the shear strength at the bone-implant interface or drastically reduce the ability to transfer applied loads to the surrounding bone.
The load was well distributed, especially on the medial and lateral and posterior sides of the proximal bone as illustrated in three selected patients of different age, morphology and bone quality ( Figure 3 ). As the micromotion limit value was increased to 100µm and 150µm, the computed implant percentage area decreased to 8% and 7%, respectively. No significant differences were found between females and males in terms of this percentage area. The effects of interference-fit were also clearly captured by an increase in micromotion compared to the no interference-fit condition. No clear trends were found between these percentages and patient anatomy or stem design parameters.
The present study revealed that the average micromotion across the population nonlinearly decreased with both the 3D metaphyseal canal flare indices (MCFI) and Gruen zone bone densities (Figures 4 and 5) . Other parameters such as the standard canal flare index (Noble et al., 1988 ) that have been widely used for classification of the proximal femur, neck length or patient mass did not show a clear influence on the short stem average micromotion. For short stems, a new classification of the proximal femur was attempted using linear fits between standard and metaphyseal CFIs (Figure 6 ) This might help to pre-define osteoportic osteoarthritic and normal canal patients but also to maximise the bone-implant contact area in the metaphyseal region (lower the level of generated micromotions).
Fitting the average micromotion data into a Kriging-based surrogate model revealed that a maximum change of around 27% (on average) in micromotion could be explained by MCFI indices and around 33% by Gruen zone densities. The correlation chart in Figure 7a clearly shows the dependence strength between anatomy parameters and average micromotion and the relative importance of each parameter in possible micromotion changes across patients.
This might confirm that the metaphyseal filling together with a good fit between a short stem and the proximal bone are crucial in assuring postoperative initial implant stability as this maximises the percentage of transmitted applied forces to the metaphysis and not to the diaphysis (Jasty et al., 1994; Santori and Santori, 2010) .
There is still some debate on the use of short stems and their ability to achieve immediate postoperative stability (Renkawitz et al., 2008; Shah et al., 2009; Santori and Santori, 2010; Khanuja et al., 2011; Bieger et al., 2012) . It is believed that young and active patients would benefit from their use. At the same time, it is clear that apart from implant design selection and materials or surgical procedures, patient anatomy and bone quality are key factors in the outcome of successful surgery. The cementless short stem designs considered here showed a high primary stability across patients and the possible level of micromotions can be controlled by the metaphyseal canal flare indices together with accurate measurements of bone densities. This study therefore supports that if the short stem is well placed in the metaphyseal region of the proximal femur, a good stability can be predicted even for osteoporotic-type patients.
The clinical relevance of reported micromotirons and the effects of inter-patient variability on implant primary stability is subject to interpretation in the absence of long term follow-up clinical data for the relatively recent stem considered here (Feyen and Shimmin, 2014) .
However, a main aim of the present analysis was to capture the critical micromotion levels that might occur at peak loads when both implant and bone surfaces slip under frictional and interference-fit conditions. Another aim was to effectively capture the effects of variability in femoral morphologies on the possible scatter and distribution of implant micromotions.
The presented results would suggest that patient stratification is not necessary for the considered short cementless stem. Further analyses, using a standard long stem design and/or under more challenging musculoskeletal loading conditions, are required to confirm reported results as the magnitude of micromotion depends on the magnitude of forces applied to the proximal femur. It is also envisaged to apply the proposed pre-clinical tools to a wider range of patients or target a specific subgroup of interest (for example those of poor bone quality and low metaphyseal canal flare indices) by exploring statistical shape and intensity modelling of bones. It is anticipated that these tools will assist surgeons in making a better decision when selecting and positioning implants but also in choosing the surgical procedure.
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